Philips Medical Systems / Product Recycling Passport 


X-ray Tube Housing Assemblies — DA 10XX Series - 


Identification code(s) | DA 10XX 


Note: XX represents the product identifier ranging from 00 thru 99. Additional suffix 
letters may be included as part of the product identifier. 


Total weight (in Kg) 
De 


De 
Producer/ 
Manufacturer 


Recycle Info Items: Location 
Special attention | Product is heavy in nature. 
This product contains high vacuumed sub-assembly. 
Product is intended to return to the manufacturer for proper 
disposal. 
Contact your Dunlee/Philips Organization for proper handling and 
disposal. 
Fluids / Gases Items: Location 
Contained Mineral Insulating Oil (No PCBs) Entire product 
Batteries Type: Location 
Not applicable 
D 
To be Removed 
Hazardous Substances: Location 
Internal Lead (Pb) lining Housing Material 
To be Removed 
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Recycling Passport Revision History 


Rev Description Date 


A First Passport Aug 2006 
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